The rotating and cutting tip of the Evolution mechanical dilator sheath (Cook Medical Inc., Bloomington, Indiana). Martirosyan et al.
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Unexpected Complication of Transvenous Lead Extraction -2 0 1 7 : ---hemidiaphragm showed normal function while the left side displayed no movement on chest x-ray.
This paralysis is suggested to be related to the damage of the left phrenic nerve during the process of dissecting adhesions in those parts of the left subclavian vein that run in the close vicinity of the nerve (Figures 3 and 4) . 
